TO

PHILIPPINE
PORTS
AUTHORITY ==

SUPPLEMENTAL/BID BULLETIN NO. 1

SUPPLY, DELIVERY AND INSTALLATION OF FIFTY-TWO (52) UNITS MASS FEVER

SCREENING SYSTEM

All Prospective Bidders
Members, HO-BAC-PGCS
Others Concemed

Relative to the Bidding Documents for the Supply, Delivery and Installation of Fifty-Two (52)
Units Mass Fever Screening System (BAC PGCS-191-2020), which was posted in the
PhilGEPS and PPA Websites on 23 September 2020, please be informed of the following
amendments thereto, as follows:

1L

TERMS OF REFERENCE (TOR):
4. Technical Specifications
4.2 Thermal Camera

From: Horizontal Field of view: >24.6°C
To: Horizontal Field of view: 224.6°

4.3 Color Camera

From: Sensor Type: CMOS 1/3 Sensor
To:  Sensor Type: CMOS 1/3” Sensor

5. General Requirements

From: Bidder must have sold Dual Camera (color and thermal) Mass
Fever scanner in the country.

To: Bidder must have sold Dual Camera (color or thermal) Mass
Fever Screening System or Mass Screening Camera in the
country.

ON THE TECHNICAL SPECIFICATIONS:
Thermal Camera

From: Horizontal Field of view: >24.6°C
To: Horizontal Field of view: 224.6°
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Color Camera

From: Sensor Type: CMOS 1/3 Sensor
To: Sensor Type: CMOS 1/3” Sensor

General Requirements

From: Bidder must have sold Dual Camera (color and thermal) Mass
Fever scanner in the country.

To: Bidder must have sold Dual Camera (color or thermal) Mass

Fever Screening System or Mass Screening Camera in the
country.

Issued this 2™ day of October 2020
THE BIDS AND AWARDS COMMITTEE:

By:

MARK J S. PALOMAR
Chairperson, HO-BAC-PGCS



